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ASTM G 155

* indicates no value specified in the test method but a value is programmed into the Q-Sun
lindicates no value programmed in Q-Sun models Xe-1-B/S or Xe-3-B/S

ASTM G 155 CYCLE 1
UV Sensor:

UV Filter:

Black Panel:
Applicable Models:

340nm

Daylight - Q or B/B
uninsulated
Xe-1-S/SC, Xe-3-S/HS/HSC/HDS/HBS

cycle name step function RH irrad. BPtemp. airtemp. time

ASTM G 155 CYC 1 1 light - 035 63 48*! 1:42
2 light + spray - 035 63* 48*! 0:18
3 final step - go to step 1

ASTM G 155 CYCLE 2

UV Sensor: 340nm

UV Filter: Daylight - Q or B/B

Black Panel: uninsulated

Applicable Models: Xe-3-HSC

cycle name step function RH irrad. BPtemp. airtemp. time

ASTM G 155 CYC 2 1 light - 035 63 48" 1:42
2 light + spray - 035 63* 48* 0:18
3 dark 95 - 24 - 6:00
4  final step - go to step 1

ASTM G 155 CYCLE 3

UV Sensor: 340nm

UV Filter: Daylight - Q or B/B

Black Panel: uninsulated

Applicable Models: Xe-3-HS/HSC/HDS/HBS

cycle name step function RH irrad. BPtemp. airtemp. time

ASTM G 155 CYC 3 1 light 70 0.35 77 55* 1:30
2 light + spray - 035 7 55* 0:30
3  final step - go to step 1

ASTM G 155 CYCLE 4

UV Sensor: 340nm

UV Filter: Window - Q or B/SL

Black Panel: uninsulated

Applicable Models: Xe-3-H/HS/HC/HSC/HDS/HBS

cycle name step function RH irrad. BPtemp. airtemp. time

ASTM G 155 CYC 4 1 light 55 0.30 55 40* 24:00
2  final step - go to step 1



ASTM G 155 CYCLE 5
UV Sensor:

UV Filter:

Black Panel:
Applicable Models:

420nm

Window - Q or B/SL
uninsulated
Xe-3-HS/HSC/HDS/HBS

cycle name step function time
ASTM G 155 CYC 5 1 light 1:42
2 light + spray 0:18
3 final step - go to step 1
ASTM G 155 CYCLE 6
UV Sensor: 420nm
UV Filter: Window — Q or B/SL
Black Panel: uninsulated
Applicable Models: Xe-3-H/HS/HC/HSC/HDS/HBS
cycle name step function time
ASTM G 155 CYC 6 1 light 3:48
2 dark 1:00
3 final step - go to step 1
ASTM G 155 CYCLE 7
UV Sensor: 340nm
UV Filter: Extended UV - Q/B
Black Panel: uninsulated
Applicable Models: Xe-3-HBS
cycle name step function time
ASTM G 155 CYC 7 1 light 0:40
2  light + spray front 0:20
3 light 50 0.55 70 47 1:00
4  dark + spray front + back 95 - - 38 1:00
5 final step - go to step 1
ASTM G 155 CYCLE 7A
UV Sensor: 340nm
UV Filter: Daylight — Q or B/B
Black Panel: uninsulated
Applicable Models: Xe-3-HBS
cycle name step function RH irrad. BPtemp. airtemp. time
ASTM G155 CYC 7A 1 light 50 0.55 70 47 0:40
2 light + spray front 50* 0.55 70* 47* 0:20
3 light 50 0.55 70 47 1:00
4 dark + spray front + back 95 - - 38 1:00
5 final step - go to step 1



ASTMG 155 CYCLE 8

UV Sensor: 340nm
UV Filter: Extended UV - Q/B
Black Panel. uninsulated
Applicable Models: Xe-3-H/HS/HC/HSC/HDS/HBS
cycle name step function RH irrad. BPtemp. airtemp. time
ASTM G 155CYC 8 1 light 5 0.55 89 62 3:48
2 dark 95 38 1:00
3 final step - go to step 1
ASTM G 155 CYCLE 11
UV Sensor: 420nm
UV Filter: Window - Q or B/SL
Black Panel. uninsulated
Applicable Models: Xe-3-H/HS/HC/HSC/HDS/HBS
cycle name step function RH irrad. BPtemp. airtemp. time
ASTM G 155 CYC 11 1 light 30 150 63 43* 24:00
2 final step - go to step 1
ASTM G 155 CYCLE 12
UV Sensor: 340nm
UV Filter: Daylight - Q or B/B
Black Panel: uninsulated
Applicable Models: Xe-3-H/HS/HC/HSC/HDS/HBS
cycle name step function RH irrad. BPtemp. airtemp. time
ASTM G 155 CYC 12 1 light 30 035 63 48" 18:00
2 dark 90 35 6:00
3 final step - go to step 1
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